[Investigation and manufacture of intellectualized tonometer bassed on the principle of linearly measuring the applanation area diameter of ocular cornea].
The design principle of intellectualized tonometer based theory of linearly measuring the applanation area diameter of ocular cornea has been mainly introduced, which inclueds optics and construction design principle, principle of hardware and software design of intellectualized instrument and the calculation method of ocular pressure etc. The method and result of calibration of the tonometer are also included.